Myocardial infarction secondary to calcific embolization: an unusual complication of bioprosthetic valve degeneration.
A patient with coronary artery embolization of calcific material from a degenerated Ionescu-Shiley bovine pericardial bioprosthesis in the aortic position with resultant acute myocardial infarction is described.